Experience using two CT-guided stereotactic biopsy methods.
15 patients had intracranial CT-guided stereotactic biopsies. Biopsies were performed either with a Riechert-Mundinger stereotactic frame modified for use in the CT or by using the CT scan to establish the relationship of the intracranial lesion to identifiable bony landmarks, and subsequently performing the biopsy in a standard stereotactic frame. Both systems provided safe and accurate methods for obtaining intracranial tissue.